Removal of a strangulating metal bearing from the penis.
A patient presented to the emergency room with a stainless steel bearing around the shaft of the penis. There was marked edema of the entire penis distal to the constricting steel ring. A circular saw attachment used for total joint arthroplasty was used to cut this metal ring successfully.